Visual analysis

Photometric analysis

No. of OCB No. of OCB No. of OCB No of. OCB
Run uncoated NCM pre-coated NCM uncoated NCM pre-coated NCM

1 19 7 9 6

2 19 6 9 7

3 13 13 13 12

4 10 10 13 12

5 10 12 13 11

6 15 9 13 9
Mean+SD 14+4 10+3 12+2 10+3
Inter-assay 28% 29% 14% 27%

precision




